MISSOURI DEPARTMENT OF HEALTH RECEIVED
STATE PUBLIC HEALTH LABORATORY By Carol Day at 1t

DATAMASTER MAINTENANCE REPORT

Compilete this reporl in duplicate al the time of the regular monlhiy preventive malntenance check, and whenever instrument
is repaired. Send copy to Department of Health; retain original in depariment file,

DATAMASTER 5N OATE QE-INSPEGTION
204090/127209 S? 5507
LOCATION QF INSTRUMENT (6TREET AND GITY) TIME OF INGREGTION

Madison County Sheriff's Dept, 124 N, Main , Fredericktown,MO 63645 a

CHECKLIST: Place a check {v) to the lefl of each {tem if found 1o be.sallsfactory or if operaling whthin established Umits. {Write
in opserved valugs where delermined.) Unchecked items must be corracted betore using instrument, -

Ij DIA:GNOST!G CHEGK (PRINTOUT ATTACHED)

A
i:_i{/f)OMPUTER E’j PETECTOR
@f‘ PROGRAM 0 E{fmens
Ef HEATERS SAMPLE CHAMBER Hﬂj__ °C B{,QUARTZ STANDARD
@{' FLOW DETECTOR E’{ICALIBHAT!ON
/ EZ{ PUMP HIGH SPEED E( PRINTER |

[jAINDICATOR LIGHTS

E’ﬁ ’TIME AND DATE

[j/SIMUE_ATOH TEMPERATURE (34 °C :: 0.2°C)

HT CALIBRATION CHECK -

Run three tests using a standard solulion. All three tests must be within £ 5% of the slandard value and mus! have a
spread of .0D5 or less. Check the box corresponding o the standard solution bsing used. (PRINTOUT ATTACHED) (USE
‘?)IRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.165% INCLUSIVE
0 0.040% STANDARD - MUST READ BETWEEN 0,038%-and 0.042% INCLUSIVE
{ONLY ONE STANDARD.IS TO BE USED PER MAINTENANCE REPORT)

est1ow - 100, e w 0D, |mstse JD ) T

[éi' PERFORM R.F... TEST (PRINTQUT ATTACHED)

E{} NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS Of? I(O-.Od) CQ {.05-,09) % l(.10-,14) _g |(.15a.19} / hOverJQ) )

List any new parts and desoribe any alteration or modification that was made to restore the Instrument to operate satisfactorily
and within eslablished lirits {use other side if necessary)

Guth I.aboratories Inc, J0% ) ]

Lot# ©F 001 Botlle# OO0 1S  MFG Date q,gg,acﬂ Exp.Date Lf, 3. ]

HNSPECTING OFFICER -+

;GNA1UREC,4/‘

PRINT NAME

Cpl. Russ E: Sargent

TYPE Il PEAMIT NUMBER/EXPIRATION DATE I TELEPHONE NUMBER,
820281/ 9-29-2010 (573) 783-2458
PO 580- 1408 (9-94) AN EQUAL OFPORTUMNITY/AFFIRMAYIVE AGTION EMPLOYER Lab.118
$thvices picidad on a pondl y baals




REPCO MARKETING INC.

3101188 STONYBROOK DRIVE

RALEIGH, N.C. 27604
912.876-54B0

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc,

LOT NUMBER: 09001
EXPIRATION DATE: April 22, 2011 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supplied Lot

Number 09001 of Alcohol Certified Solution for simulators. Random

samples of said lot number were analyzed by an independent laboratory
utilizing a gas chron:?atograph and found to contain _.1214 gms/dl +/-.003
gms/dl wt/vol ethanol (95% Confidence).

The alcohol aI}d distilled water used in the solution were found to be
free of any interferiné substance. | o

This solution will produce a vapor alcohol value of __1&0__ +/-3%
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
in a simulator (95% Confidence).

The date of manufacture for this lot number is__April 23. 2009.
The expiration date for this lot number is | April 22, 2011
at 11:59 p.m. |

This document is a true representation of the original Cetrtificate of

Analysis. ] L
. ,
Mﬁ . Le S ol A

Cecil B. Garner, President
RepCo Marking, Inc.

Form RM 02
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State of Missouri
DEPARTMENT OF HEALTH

PER M IT
TYPE i

RUSS E. SARGENT

is hereby authorized to instruct and supervise operators, traln instructors, Inspeci,
calibrate, perform field repalrs, and operate the following breath analyzer(s)h:

DATAMASTER

for the determination of the alcoholic content of blood from a sampie of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577,041, RSMo 1986.

09/29/08 Qo & Wt s 924

Date
82028 1 : Diraolor ol State Publle Heellh Loberatory
mber . _,_'_"ﬂw_"':\f.;w;s;;..f;qm.'..._:._': Imes b
09/29/2010
Explres :
Dlreotor, Dapartment of Heallh
MG 580-0771 {7-88} Lab. 4 {A7-88}



